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Abstract—Rib-loaded waveguides containing Er3+-coupled Si
nanoclusters (Si-nc) have been produced to observe optical gain at
1535 nm. The presence of Si-nc strongly improves the efﬁciency
of Er3+ excitation but may introduce optical loss mechanisms,
such as Mie scattering and conﬁned carrier absorption. Losses
strongly affect the possibility of obtaining positive optical gain.
Si-nc-related losses have been minimized to 1 dB/cm by lowering
the annealing time of the Er3+-doped silicon-rich oxide deposited
by reactive magnetron cosputtering. Photoluminescence (PL) and
lifetime measurements show that all Er3+ ions are optically active
while those that can be excited at high pump rates via Si-nc are only
a small percentage. Er3+ absorption cross section is found compa-
rable to that of Er3+ in SiO 2. However, dependence on the effective
refractive index has been found. In pump-probe measurements, it
is shown how the detrimental role of conﬁned carrier absorption
can be attenuated by reducing the annealing time. A maximum
signal enhancement of about 1.34 at 1535 nm was measured.
Index Terms—Er ampliﬁer, Si nanocluster, silicon photonics,
waveguides.
I. INTRODUCTION
OVER the last 20 years, optical ﬁber has become the dom-inant long-distance transmission medium for data com-
munication. Although signal losses in optical ﬁbers are now
close to the theoretical limit of 0.1 dB/km at 1.55 µm, and pulse
broadening (dispersion) can be controlled effectively, signal re-
generation (ampliﬁcation) is still a necessity. This is convention-
ally done by using erbium-doped ﬁber ampliﬁers (EDFAs), the
success of which has set the standard for the optical communica-
tion wavelength.While EDFAs are well established in long-haul
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transmission, reducing their size and cost for integration in local
area networks (LANs) presents major difﬁculties: Ion pair inter-
actions, combined with the small excitation cross section of the
Er3+ ion (10−21 cm2) impose the use of long lengths of lightly
doped ﬁber. Moreover, high-power (and therefore expensive)
laser diodes tuned to speciﬁc Er3+ electronic transitions are re-
quired as pump sources. Both these are fundamental physical
limitations inherent in the material. A new gain medium that
enables broadband optical or electrical excitation of rare earth
ions and provides order-of-magnitude enhancements in effec-
tive absorption cross sections, with corresponding reductions
of ampliﬁer dimensions and cost, would have a big impact on
optical ampliﬁcation and optical networking architectures.
Si nanoclusters (Si-nc) in silica matrices have proved to be
efﬁcient sensitizers for Er3+ [1] because 1) the effective absorp-
tion cross section is about 10−16 cm2 (488 nm) at low pumping
power [2], [3], which is of the same order as that of Si-nc ab-
sorption (thus inferring an efﬁcient energy transfer from Si-nc
to Er3+ ions) and orders of magnitude larger than the intrin-
sic absorption cross section of Er3+ in SiO2 (about 8× 10−21
cm2 [4]); 2) their absorption band is broad and in the UV–Vis
range, where very cheap diode lasers or light-emitting diodes
(LEDs) are available; and 3) the effective refractive index of
the composite material is increased by the presence of Si-nc at
values larger than that of silica, thus allowing good light conﬁne-
ment. Moreover, encouraging results on electroluminescence in
such systems open the possibilities of electrically pumped opti-
cal ampliﬁers [5]. In this way, the functionality of Si electronics
might be merged with the optical data transmission capabilities
of silica ﬁbers to yield optical integrated circuits within com-
plimentarymetal–oxide–semiconductor (CMOS)microcircuits.
One enabling device would be an electrically pumped erbium-
doped waveguide ampliﬁer (EDWA) operating at 1.55 µm.
In Er3+-coupled Si-nc waveguides, Er3+ ions present quan-
tum efﬁciencies greater than 60% and Si-nc-to-Er3+ transfer
rates higher than 1 µs −1 by pumping at 488 nm at low ﬂuxes
[6]. Except for the encouraging results of Shin and cowork-
ers [7], [8], strong detrimental processes such as cooperative
up-conversion and excited state absorption (ESA) [9] related
to the Er content, Auger nonradiative de-excitations and con-
ﬁned carrier absorption (CA) within the Si-nc are preventing net
optical gain when reaching high pumping ﬂuxes [10], [11]. It
is worth noting that CA has not only the effect of introducing
a pump-power-dependent loss mechanism at the signal wave-
length but also that of decreasing the effective excitation cross
section of Er3+ by introducing a competing mechanism for Si-
nc de-excitation. The full comprehension of the energy transfer
mechanism from Si-nc to Er3+ is still under debate [12], [13],
1077-260X/$20.00 © 2006 IEEE
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Fig. 1. Evolution of the Er3+ emission as a function of the hydrogen rate in
the plasma. The emission at 1.54 µm versus the Er concentration in the ﬁlms
grown with a hydrogen rate of 30% are shown (inset).
and the optimization of the material in terms of density and size
of Si-nc and of Er3+ content is to be completed [14]. At low
excitation rates, Er3+ content should not exceed 2× 1020 to
4× 1020 cm−3 to avoid clustering, cooperative up-conversion,
and ESA [15]. The ratio between Si-nc and Er3+ ions is still
to be optimized: High density of Si-nc is desired to efﬁciently
pump all the Er3+ ions, but this high density will in turn cause
a signiﬁcant CA and will affect optical losses.
In this experimental work, we have performed a ﬁrst study in
order to optimize processing conditions to maximize the cou-
pling between Si-nc and Er3+ ions and the signal enhancement
in a strongly pumped ridge waveguide structure.
II. FABRICATION
A series of Er-doped Si-rich silica layers were deposited by
reactive magnetron sputtering, and then thermally treated under
various conditions to reach an optimized composition of the
material in terms of efﬁcient and high rate coupling between
Si-nc and Er3+ ions. The Er content was varied and adjusted
through the number of the cosputtered Er2O3 pellets placed on
top of the silica target, while the Si excess was monitored by
the hydrogen rate rH (mixed to argon), considering the reduc-
ing ability of hydrogen toward the oxygen originating from the
silica target [16], [17]. The layers were deposited on noninten-
tionally heated silica-capped Si substrates with a power density
of 0.75 W/cm2. They were subsequently annealed under Ar or
N2 ﬂux at various temperatures (between 700 ◦C and 1100 ◦C)
for different durations.
The optimization of the material for a maximum Si-nc/Er3+
coupling in terms of photoluminescence (PL) efﬁciency was
achieved by successive steps. First, the effect of the dilution of
the Ar plasma with H2 was studied by varying the hydrogen rate
rH between 0% and 50% for samples annealed at 1100 ◦Cduring
1 h. Fig. 1 shows the PL spectra of the deposited ﬁlms using
a nonresonant 476.5-nm excitation line, which ensures that the
emitting Er3+ ions are only those excited through the Si-nc. This
is conﬁrmed by the absence of Er3+ emission when the sample
is free from Si excess, i.e., when fabricated with no hydrogen
Fig. 2. Effect of the deposition parameter (plasma pressure) on the emis-
sion properties of the Si-nc/Er3+ system containing a density of Er of
3× 1020 cm−3.
in the plasma (rH = 0%). It should be noted that the increase
of the rH parameter favors the coupling rate between Si-nc and
Er3+ ions, since the Er3+ emission is increased three times
between rH = 10% and 50%. As the variation of the hydrogen
rate does not inﬂuence the Si excess, which remains constant at
about 11 at% [18], one can suggest that such PL behavior is due
to an increased number of Si-nc nucleation sites. In fact, since
the total Si content stays constant, an increased Er3+ emission
can be explained by an increased density of smaller Si-nc. This
should favor the coupling between Si-nc and Er3+ ions.
The increase of the Er content in the ﬁlm (Fig. 1, inset) leads to
a decrease of about 20% of the PL intensity at 1.54 µm between
5× 1019 and 6× 1020 cm−3 and has a real detrimental effect for
Er concentration higher than 7× 1020 cm−3. This decrease can
be attributed to a possible Er3+ clustering and/or concentration
quenching.
To overcome the PL limitation occurring for the Er con-
centration of 3× 1020 cm−3 and facilitate an increase of the
coupling between Si-nc and Er3+ ions, some fabrication param-
eters have been changed. One of them is the total pressure of the
Ar+ H2 mixture plasma that was reduced from 4.5× 10−2 to
1× 10−2 torr. The typical evolution of the PL emission of the
deposited ﬁlms with the plasma pressure is shown in Fig. 2 for
an rH = 30%and an Er density of 3× 1020 cm−3. The decrease
of the pressure of the plasma leads to the concomitant decrease
of the deposition rate of the species. Thus, the enhancement of
the PL emission at 1.54 µm can be attributed to a better oxide
quality and coupling between the Si-nc and Er3+ ions.
Another parameter studied was the annealing temperature.
Fig. 3 shows that the maximum intensity of the Er3+ emission
is reached for an annealing temperature of 900 ◦C during 1 h
for a typical rH value of 50%. Higher temperature leads to a de-
crease of the Er3+ emission. The evolution of the Er3+ lifetime,
shown in the inset of Fig. 3, shows a continuous increase with
the annealing temperature attributed to a recovery of the nonra-
diative recombination centers. Moreover, such behavior allows
excluding defect formation to justify the decrease of the PL for
annealing temperatures higher than 900 ◦C. These evolutions
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Fig. 3. Evolution of the Er3+ emission for a hydrogen rate of 50% as a
function of the annealing temperature. The values of the lifetime are shown
(inset).
TABLE I
SAMPLE PARAMETERS
evidence the critical role of this fabrication parameter in the
coupling between Si-nc and Er3+ ions through the distribution
and the density of Si-nc in the ﬁlm.
A detailed optimization of the material has been inspired by
three recent ﬁndings: 1) the increasingly sensitizing effect of
smaller Si-nc located below a critical distance from the neigh-
boring ions [19]; 2) the optical loss induced by the parasitic
carrier absorption [11]; and 3) the effect of annealing time on
the emission properties of such Er-doped system [20]. Taking
these results into account, slab waveguides have been fabri-
cated with the core layer produced with a low plasma pressure,
intermediate Er concentration, and high hydrogen rate to fa-
vor coupling between Si-nc and Er3+ ions, and therefore, the
Er3+ emission. Deposition was performed on a silicon wafer
where a thick layer (15 µm) of SiO2 was deposited. This layer
acts as a cladding layer and ensures the optical isolation of the
core layer with respect to the silicon substrate. A further SiO2
layer sputtered on top of the active core layer provides the top
cladding and concludes the deposition process. After deposition,
the waveguides are annealed at 900 ◦C and, for a more advanced
optimization, the treatment duration is varied: annealing times
of 240, 60, 30, 10, 5, and 1 min have been used with the aim of
enhancing the sensitizing effect of Si-nc on Er3+ emission and
lowering both the optical losses and the conﬁned carrier absorp-
tion. Main slab waveguide parameters are reported in Table I.
For the ﬁrst set of experiments, wewill refer to thewaveguides as
samples.
Fig. 4. RBS spectrum (full points) and the relative simulation (line) of the
sample composition. SIMS proﬁles of O, Si, and Er content are shown (inset).
III. SAMPLE CHARACTERIZATION
A. Structural Characterization
By the use of secondary ion mass spectroscopy (SIMS) and
Rutherford backscattering spectroscopy (RBS), the Si excess
and the Er content proﬁle have been determined. SIMS mea-
surements were carried out by means of an IMS 4f mass spec-
trometer using a 14.5-KeV Cs+ primary beam and by negative
secondary ion detection. The charge build up, while proﬁling
the insulating samples, was compensated by an electron gun
without the need to cover the surface with a metal ﬁlm. The
erosion speed was evaluated by measuring the depth of the ero-
sion crater at the end of each analysis. The RBS measurements
were performed using a 4He+ beam (energy 2 MeV) incident at
160 ◦.
Fig. 4 shows the SIMS and RBS results for sample B-60′ as
an example. The SIMS analysis shows that the erbium, oxygen,
and silicon contents are constant through the core layer within
5%, and that no segregation peak is present at the interface
with the buffer layer. The core layer thickness was estimated to
be 750± 50 nm. The result of the simulation is a single layer
with constant Er, Si, andO concentrations, in agreementwith the
SIMSmeasurements. In particular, the Si excess is about 7% for
this sample. By combining the SIMS and RBS measurements,
the concentration of Er3+ ions has been found to be close to
4× 1020 at/cm3. Si excess and Er content for the whole set of
samples are reported in Table I. Samples were annealed at the
same temperature for different annealing times.
B. Optical Characterization
M-lines spectroscopy was performed by prism-coupling to
measure the refractive index of the core layer at two dif-
ferent wavelengths (632.8 nm and 1.480 µm). In the vis-
ible spectrum, a Si detector was used, while in the near-
infrared (NIR) one, a cooled Ge detector was exploited. The
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Fig. 5. Refractive index measured at 632.8 nm as a function of the annealing
time for a ﬁxed annealing temperature of 900 ◦C.
Fig. 6. Calculated excess Si that segregates into Si-nc as a function of the
annealing time. The refractive indexes measured at 632.8 nm for different an-
nealing times (horizontal dashed lines) and calculated using Bruggeman ap-
proximation are shown (inset).
measurements were performed ﬁrst with a prism with refrac-
tive index np = 1.7347, and then repeated with a rutile prism
(no = 2.5839, ne = 2.8657).
The refractive index n of the samples increases as the anneal-
ing time lengthens (Fig. 5). It is worth noting that the sample
thickness (measured by SIMS) slightly decreases for prolonged
annealing time, suggesting a slight densiﬁcation of the layers
with time.
Fig. 5 is interpreted as an increased clustering of Si when
the annealing time increases. By using the Bruggeman effective
medium approximation [21], [22], the composite material can
be modeled by different structural phases. A system composed
of Si-nc embedded in SiO2 is able to reproduce the measured
refractive index only for the sample annealed for 240 min. In
this case, the measured refractive index of about 1.61 is well
reproduced by calculations when the Si excess is 7%, which
matches the value found by SIMS (Fig. 6, inset). This conﬁrms
that the phase separation is almost complete in this case, as
supposed for such a long annealing time. For shorter annealing
times, this simple modeling fails. In fact, to take into account
the fact that not all the excess silicon segregates into Si-nc
and the presence of voids due to an incomplete densiﬁcation,
a substoichiometric defected silica phase SiOx (x < 2) has to
Fig. 7. PL spectra (normalized for sample thickness and Er content) and
lifetime obtained under 476-nm excitation.
be considered. We have used a refractive index of 3.9 for Si-nc,
1.45 for SiO2, and between 1.45 and 1.65 for SiOx . From a ﬁt of
the data, we can deduce the Si in excess that segregates into Si-
nc: this amount grows as the annealing time increases (Fig. 6).
A more detailed analysis can be found in [23]. It is worth noting
that the dielectric where Si-nc form is not a pure SiO2 for low
annealing times (<240′), but it is still an SiOx with some voids
or defects. This, in turn, means that the Er3+ local environment
is different from that of Er3+ in pure SiO2. The other point to
be remembered is that if the Si-nc density can be considered
constant and independent on the annealing time [26], and since
the ﬁt shows that the volumetric fraction of Si-nc is increased
by increasing the annealing time (Fig. 6), then the Si-nc mean
size increases as the annealing time increases.
In a recent study [24], the refractive index of quantum-
conﬁned silicon has been found lower with respect to that of
bulk silicon. In the present paper, however, the annealing tem-
perature is such that only amorphous Si nanoclusters are cre-
ated [15]. Amorphous Si has a refractive index larger than crys-
talline silicon [25], thus balancing the decreases due to quantum
conﬁnement. The ﬁnal result is that a refractive index of 3.9 for
the Si-nc ﬁts the data.
The PL measurements were performed with a thermoelectri-
cally cooled InGaAs photomultiplier, connected to a lock-in to
ensure synchronous detection. The excitation was provided by
the 476-nm line of the Ar laser, modulated with a mechanical
chopper to a frequency of 11 Hz. Fig. 7 shows the PL spectra as
a function of the annealing time for the 476-nm excitation.
It appears that the longer the annealing times, the stronger
the Er3+ emission. Since the emission cross sections of Er3+
decrease for long annealing times (see later and also in [26]),
these data can be interpreted as an increased effective excitation
cross section of the Er3+ when the Er3+ excitation is mediated
by Si-nc. In fact, the improved oxide quality in lengthy annealed
samples enhances PL Er3+ emission since fast nonradiative
recombination paths are suppressed; moreover, up-conversion
decreases with increasing annealing time (see later). However,
the augmented size of Si-nc for long annealing times do not favor
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the coupling between Er3+ and Si-nc due to carrier absorption
as will be shown later.
The lifetime of the PL emission at 1.54 µm for nonresonant
476-nmexcitation,wasmeasured by connecting an InGaAs pho-
tomultiplier and a digital oscilloscope. The time response of the
system was about 80–90 µs. We deemed this response sufﬁcient
for measuring the Er3+ lifetime in SiOx , as it is usually in the
4–5 ms range. The inset of Fig. 7 shows the time decay of the
PL τPL (measured at a photon ﬂux density φ = 1016 ph/cm2·s)
as a function of the annealing time. The lifetime increases with
the annealing time by almost one order of magnitude due to
an environmental change of the materials surrounding the Er3+
ions which, besides reducing the number of defects in the ma-
trix, causes a different local ﬁeld and, hence, increased radiative
lifetimes (see more in [28]).
C. Excitation of Er3+ Ions
Quantitative measurements of the photon ﬂux emitted from
the samples have been possible by using a reference sample
whose emission has been independently evaluated and quanti-
ﬁed. The sample used as reference was soda lime, 1.3-mm-thick
sample supplied by Corning, doped with Er3+ to a density of
2× 1020 cm−3. This sample is thick enough for its emission un-
der 488-nm excitation to be directly measured with a calibrated
optical multimeter, coupled to an integrating sphere. Geomet-
rical, absorption, and internal reﬂection effects were carefully
considered in order to determine the actual emission of the sam-
ple. At a pump ﬂux φ = 1.3× 1020 ph/cm2·s, the emission of
the reference sample was found to be 0.598 mW, corresponding
to a density of excited Er3+ ions N = 6.3× 1017 cm−3, which
is quite close to the expected value calculated from
N = NErσ488τPLφ = 4.2× 1017 cm−3
with the Er density NEr = 2× 1020 at/cm−3, the effective ex-
citation cross section for 488-nm light σ488 = 2× 10−21 cm2,
and the total lifetime τPL = 8 ms.
Using the calibrated sample as a reference, we were able to
determine the collection losses in our PL setup, which allowed
the conversion of the photomultiplier signal into the emitted
photon ﬂux, which, in turn, is related to N through
φemitted =
N
τRad
d
where d is the layer thickness and τRad is the radiative lifetime,
which has a value of 18 ms in SiO2 [27]. The same value has
been taken for SiOx , since it has been proved that it is only
slightly modiﬁed by long annealing times [28].
The density of excited Er3+ in each sample is plotted as a
function of the pump power in Fig. 8 for nonresonant 476-nm
excitation. The total Er content for the various samples is re-
ported in Table I. For sample B-60′, the excited state population
at the highest pump ﬂux (about 5× 1020 ph/cm2·s) was below
1.4× 1019 cm−3, corresponding to only 3.2% of the total Er
concentration, and clearly tending toward saturation. Similar
values were reported by Wojdak et al. [14] for a sample grown
by ion implantation. Extrapolating these curves allows the esti-
Fig. 8. Concentration of Er3+ in the ﬁrst excited state for 476-nm excitation.
Fig. 9. Population of Er3+ ﬁrst excited level in samples B-60′ and D-10′
under resonant (488 nm) and nonresonant (476 nm) pumping. The dependence
on pump power of the population of Er3+ ions excited directly for sample B-60′
are shown (inset).
mation of the maximum fraction of excitable Er3+. It is found
to be 3× 1019 at/cm3, which corresponds to 7% of the Er in the
sample.
Three explanations can be given for the low amount of excited
Er: either most of the erbium is not active, or Si-nc is unable to
excite a greater percentage of erbium, or the Er3+ luminescence
is quenched by some nonlinear effects. The second hypothesis
draws from the fact that the coupling between the Si-nc and Er3+
depends on the spatial distribution of Er3+ within the dielectrics
and, in particular, on the Si-nc/Er3+ mutual distance.
Let us ﬁrst address the density of optically active erbium. To
this end, we measured the Er3+ luminescence under 488-nm
excitation. The 488-nm line is partially resonant with the tran-
sition between the Er3+ ground state and level F7/2 transition
characterized by an absorption cross section of 10−21 cm2 [4].
Fig. 9 shows the excited Er3+ density under resonant and
nonresonant excitation for samples B-60′ and D-10′, the re-
sults being very similar for other samples. While N tends to
saturate under high nonresonant pumping, it keeps growing lin-
early when it is resonantly excited. This is observed in all the
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samples, and it leads to the conclusion that, while the indirect
transfer from Si-nc saturates at some points, Er3+ can still be
excited directly by the 488-nm line.
If we assume that no difference exists in the fraction of Er3+
excited through a Si-nc-mediated process when resonant or non-
resonant pumping is used,we can determine the concentration of
optically active Er3+. In fact, the difference between the number
of excited Er ions for resonant (N488) and nonresonant (N476)
excitation is equal to the amount of directly excited Er3+
N488 −N476 ≈ NErσ488τPLφ.
This calculation was performed on various samples, with the
result that N488 −N476 does indeed have a linear dependence
on φ for each sample (Fig. 9, inset). The values ofNEr estimated
from the slopes are, within the error bar, equal to thosemeasured
by RBS. As a typical example, the difference is shown in the
inset of Fig. 9 for sample B-60′, where an erbium concentration
of 6± 3× 1020 cm−3 could be estimated. These results show
that: 1) in no case we are underestimating the concentration of
excited Er3+, thereby conﬁrming the validity of our procedures
and 2) most of the Er3+ ions in the samples are optically active.
Therefore, the low fraction of Er3+ that is excited in our exper-
iments can be attributed to the fact that either the Si-nc cannot
excite all the Er3+ or the Er3+ emission is quenched due to
nonlinear processes such as Auger de-excitation or cooperative
up-conversion.
Let us concentrate hereafter on the possible inability of Si-nc
to excite all the Er3+ ions. On the one hand, this can be due
to a low Si-nc/Er3+ coupling, which is supported by the recent
Er segregation data of [28]. In this paper, it was reported that
when a high Er concentration is used, a signiﬁcant part of the
Er3+ ions segregates into regions with low Si content where
the distance with Si-nc gets too large for the excitation transfer
to be effective. A detailed modeling addressing this problem
can be found in [29], where a distance-dependent interaction
is considered to explain the low amount of Er ions excited
through Si-nc. On the other hand, the low excited Er fraction
can also be due to a photon ﬂux dependence of the effective
excitation cross sections of Er3+. Indeed, in [11], it was shown
that conﬁned carrier absorption and Auger recombination turns
off the coupling among Er and Si-nc.
D. Up-Conversion
Fig. 10 shows the pump-power dependence of the lumines-
cence Er3+ lifetimes at the nonresonant wavelength of 476 nm.
A strong decrease of the lifetime is observed in all three samples.
This decrease in the lifetimes can be interpreted as being due
to up-conversion, a mechanism for which an Er ion de-excites
nonradiatively giving its energy to another Er ions close by. The
up-conversion coefﬁcient Cup can be determined through the
relation
1
τPL
=
1
τ0
+ CupN. (1)
From the ﬁt of the data, the up-conversion coefﬁcients be-
tween 2× 10−17 cm3·s −1 (sampleB-60′), 5.5× 10−17 cm3·s−1
Fig. 10. Dependence of lifetimes on pump power for samples B-60′, C-30′,
and D-10′ for 476-nm excitation.
Fig. 11. Rib-loaded waveguide: SEM image and AFM proﬁle.
(sample C-30′), and 8× 10−17 cm3·s−1 (sample D-10′) can be
estimated [23].
IV. RIB-LOADED WAVEGUIDES
Starting from the slab waveguides, a series of two-
dimensional (2-D) rectangularwaveguides have been fabricated.
Optical lithography and reactive ion etching have been used to
deﬁne rib-loaded waveguides. The photolithographic mask used
for waveguide deﬁnition consisted of approximately 500 lines,
each 4-cm long, with rib widths between 3.5 and 12 µm. Scan-
ning electron microscopy (SEM) and atomic force microscopy
(AFM) have been used to characterize the rib proﬁle as well as
the waveguide roughness due to etching, and to measure the rib
width (Fig. 11).
Table II shows the waveguide parameters together with the
calculated conﬁnement factor Γ of the fundamental optical
mode. The choice of the largest rectangular structures avail-
able strongly reduces scattering losses due to irregularity of
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TABLE II
WAVEGUIDE PARAMETERS
Fig. 12. Insertion loss spectrum of waveguide sample B-60′ (circles). The
dashed line is an estimation of the contribution due to scattering and cou-
pling losses and serves as a baseline. The difference between the insertion
loss spectrum and the baseline corresponds to the Er3+ absorption spectrum
αabsL.
lateral edges of the rib structures and results in monomode opti-
cal mode. Leakage losses toward the Si substrate are minimized
by the presence of a thick base layer of SiO2 (15 µm).
It is worth noting that the very low refractive index of 5-
and 1-min annealed waveguides (about 1.46) results in no good
light conﬁnement in the NIR range. Only waveguides annealed
at 240, 60, 30, and 10 min result in good light conﬁnement with
conﬁnement factor Γ from 0.66 to 0.28, respectively.
A. Optical Losses
Optical losses measurements in the rib-loaded waveguides
have been performed by butt coupling the signal from a tunable
diode laser (1.2–1.6 µm) through a single-mode polarization-
preserving tapered ﬁber moved by a piezoelectric stage. The
light exiting the end facet of the waveguide was observed
through a prism beam splitter, with a microscope objective
(40×) matched both to a zoom (2× –12×) mounted on an
InGaAs camera and to a calibrated Ge detector.
The insertion losses show the Er3+ characteristic absorp-
tion (αabs) peak at 1534 nm superimposed to a background
(dashed line) that decreases with the wavelength (Fig. 12). The
Fig. 13. Optical losses measured at 1600 nm as a function of the refractive
index.
background is due to the coupling (αcoupling) and propagation
(αpropagation) losses. The coupling losses can be considered
constant within 1 dB in this wavelength range. The propagation
losses at long wavelengths (i.e., at 1600 nm, where Si-nc are
transparent and the absorption of Er3+ ions is very low) can
be attributed to light scattering due mainly to the waveguide
roughness and, to a lower extent, to the composite structure of
the core layer (Mie scattering).
In Fig. 13, the propagation losses at 1600 nm have been
reported as a function of the refractive index. Measurements
are performed at a single wavelength on a large number of rib-
loaded waveguides to average on misalignments and sample-
dependent properties. The aged samples show larger losses than
the one reported here. It is clear from Fig. 13 that the losses
reduce signiﬁcantly (up to about 1 dB/cm) when the refractive
index of the core layer is decreased, that is in the short annealed
samples.
By subtracting the background losses, the Er3+ absorption
spectrum can be reproduced and, thus, absorption cross sec-
tions (σabs) can be deduced. In fact, αabs = Γσabs NEr. As an
example, for waveguide sample A-240′, αabs = 3.6 dB/cm at
1534 nm, which corresponds to a σabs = 4± 2× 10−21 cm2.
This value is the same as that for Er3+ in pure silica, i.e.,
4× 10−21 cm2 [30], thus, no effects due to the presence of the
Si-nc are observed as claimed in [10] (claims revised in [31]).
However, a clear increase of σabs can be observed with a de-
crease in the refractive index n (Fig. 14).
At ﬁrst sight these results seem to contradict other experi-
mental ﬁndings of an increase in the transition rate when the
refractive index of the material increases [32]. However, this
is true when the emission/absorption cross section of Er3+ is
constant, i.e., when only mean ﬁeld corrections apply due to
composition variations, which lead to a change in the refractive
index n. In our waveguides, we observed both a variation of the
composition of the dielectric, which is reﬂected in a variation
of n and a variation of the local Er3+ environment, which is
reﬂected in a line-shape variation of the Er3+-related optical
transitions [26].
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Fig. 14. Er3+ absorption cross section σabs as a function of the refractive
index n.
B. Pump and Probe Measurements
Internal gainmeasurements have been performed by the pump
and probe experiments.We have used two different light sources
to act as probes: a tunable laser (1.5–1.6 µm) that can cover a
large part of the 4I13/2 → 4I15/2 transition (peaked at 1535 nm),
where the ampliﬁcation effects should take part and a diode laser
operating at 1310 nm, well away from transitions related to the
Er3+ ions. The probe beam was butt-coupled into the rib-loaded
waveguides. The pump source was a Millenia laser (532 nm) or
an Ar laser (488 and 476 nm) focused on the waveguide surface
into a 100-µmwide and 1-cm long strip bymeans of a cylindrical
lens. The alignment of the pump with the rib-loaded waveguide
was checked by two cameras for side and top observations.
In order to eliminate diffused light and ampliﬁed spontaneous
emission in the detection, the probe signalwas chopped (10 kHz)
and then measured through a lock-in connected to a computer.
We measured the ratio of the transmitted probe light inten-
sity when the pump beam was on the waveguide, i.e., IP&P, and
when no pump beamwas present, i.e., IP. Let us consider signal
enhancement SE = IP&P/IP. By using an effective two-level
system [33] SE = exp(2σemNΓL), whereσem is the Er3+ emis-
sion cross section and L is the pumped waveguide length. We
will deﬁne the internal gain coefﬁcient as g (cm−1) = σemNΓ.
In Fig. 15, we report as a function of the pump power the
signal enhancement at 1310 nm, where Er3+ is transparent. The
SE decreases with increasing pump power. The probe beam is
strongly absorbed. This is attributed to conﬁned carrier absorp-
tion where the probe photons are absorbed by pump-excited
carriers conﬁned in Si-nc. The dynamics of this effect (Fig. 15,
inset) is surprisingly slow (few tens of seconds).
These long times cannot be explained by the lifetime of ex-
citons in Si-nc, which is of the order of tens of microseconds.
The explanation can be found either to excitons that are formed
by electrons and holes separated by a large distance [6] or to the
carrier trap associated with nanoclusters, as recently found by
Forcales et al. [34].
Conﬁned carrier absorption not only introduces a new loss
mechanism on the probe signal but turns off the Si-nc-mediated
Fig. 15. Signal enhancement as a function of 532-nm photon ﬂux when using
a 1310-nm probe. Black squares correspond to sample B-60′ while empty circles
correspond to sample D-10′. The temporal measurement when the pump is off
and on at a certain photon ﬂux is shown (inset).
Fig. 16. Measured signal enhancement using a 1535-nm probe for sam-
ple B-60′ (circles) and sample D-10′ (triangles). The pump wavelength was
532 nm.
excitation mechanism of Er3+ [11]. When decreasing the an-
nealing time from 60′ to 10′ reducing both the size and probably
also the distance among Si-nc, this detrimental effect is dimin-
ished. In fact, Fig. 15 shows that for sample D-10′, the SE
decrease occurs at a higher photon ﬂux with respect to sample
B-60′.
To look for ampliﬁcation, a probe signal at 1535 nm should be
used. As shown in Fig. 16, the SE for sample B-60′ is constant at
low pumpﬂux and decreases at high pumpﬂux. The extent of the
decrease is low and the typical ﬂux for the onset of absorption
is higher than that reported in Fig. 15.
More interestingly, in the waveguide D-10′, where conﬁned
carrier absorption is minimized, there is an enhanced SE up
to a maximum of 1.22 (0.43 dB/cm) using moderated density
powers (hundreds ofwatts per square centimeter). Over a critical
pump-power value (600W/cm2), the SEdecreases. This is due to
competing loss mechanisms such as conﬁned carrier absorption,
to the reduction of the effective excitation of Er3+ via Si-nc
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Fig. 17. Signal enhancement versus pump power for excitation lines 488 and
476 nm in sample C-30′.
caused by pump-power-dependent nonradiative recombinations
in Si-nc (Auger and conﬁned carrier absorption), and due to
the onset of Er3+ nonradiative recombination mechanisms such
as up-conversion or Auger de-excitation. Again comparing the
waveguide B-60′ and D-10′, even though it was shown in Fig. 8
that the density of excitable Er3+ ions is three times in sample
B-60′ than in sample D-10′, it is clear from these results that the
weaker conﬁned carrier absorption and the increased emission
cross section [26] largely compensate for this difference and
allow the measure of SE > 1 in waveguide D-10′.
In Fig. 17, the signal enhancement of sample C-30′ is reported
for two different excitation wavelengths, 488 and 476 nm, which
are resonant and nonresonant with Er3+ internal transitions,
respectively. The probe wavelength was 1530 nm. It was found
that both lines gave a maximum SE of 1.4 at a pump ﬂux of
5× 1020 ph/cm2· s, thus, suggesting that at these photon ﬂuxes
the Er3+ excitation is mediated by Si-nc, while the direct Er3+
excitation is negligible. The larger SE of sample C-30′ (about
1.35 against 1.08 of sample D-10′ at 2× 1020 ph/cm2·s) is to be
attributed in part to the higher absorption cross section of Si-nc
at 476 nm than at 532 nm, and in part to the higher excitable
Er3+ concentration (Fig. 8). Moreover, it has been shown that
the up-conversion is weaker in sample C-30′ than in sample
D-10′.
V. CONCLUSION
In this paper, we have reported the investigation of the effects
of changing dielectrics on the recombination of Er3+ coupled
to Si-nc. Ampliﬁcation studies have also been carried out with
clear indications of signal enhancement. We decided to change
the Er3+ environment by keeping the excess Si content constant
while performing annealing treatment at a ﬁxed temperature
for various durations. In this way, it was possible to relate the
annealing time with the clustering of Si into Si-nc of growing
sizes. Only at the longest annealing time, the phase separation
between SiO2 and Si seems to be completed. At intermediate
annealing time, a situation emerges where both a nonstoichio-
metric SiOx and small Si-nc are present. All these variations
can be recognized in the refractive index values that increase
when the annealing time lengthens.
The variations of the composition of the dielectrics have a
strong inﬂuence on the recombination dynamics of Er3+. In
particular, increasing the annealing time: 1) increases the effec-
tive excitation cross sections; 2) decreases the absorption cross
sections; 3) decreases the emission cross sections; 4) increases
the radiative lifetimes; 5) decreases the up-conversion coefﬁ-
cients; and ﬁnally, 6) increases the maximum excitable fraction
of Er3+.
Also, the signal propagation in ridge-loaded waveguides is
affected by the annealing time. Indeed the propagation losses
have been found to increase. Moreover, conﬁned carrier absorp-
tion within the Si nanocluster, which is a considerable pump-
power-dependent loss mechanism, increases with the formation
of larger Si-nc. Conﬁned carrier absorption is not only a loss
mechanism but it also inﬂuences the coupling of Si-nc with the
Er3+ ions.
Hence, intermediate annealing time seems to emerge as a
choice for this set of processing parameters, if one aims at the
ampliﬁcation of the waveguide. In fact, decreasing the annealing
time and, thus, the refractive index the propagation losses are
reduced but, in contrast, the number of excitable Er3+ ions via
Si-nc are decreased too (Fig. 9). Moreover, the up-conversion
increases with reducing the annealing time. So the optimum
choice is an intermediate value, where a maximum SE of 1.35
is measured.
This paper has shown that to optimize EDWA based on the
coupled Si-nc/Er3+ system, a lot of work still remains to be done
in terms of optimizing thematerial properties andwaveguide ge-
ometries, in order to reduce the parasitic effects (conﬁned carrier
absorption, up-conversion, Auger), to enhance the excitable Er
fraction via Si-nc and to achieve a net optical gain.
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